[A conductometric method of measuring enzymatic catalysis].
Theoretical bases of the conductometric method of measurements are considered, respective formulas and equations are presented. The possibilities of application of this method for registration of the enzyme processes are shown, as well as examples of its use in conductometric classic procedure and in conductometric enzyme biosensors. Different methods of immobilization of the biological material on the surface of the transducers, schemes and methods of measurements are presented, the advantages and disadvantages of this method as compared with general biochemical methods are discussed.